TUCSON POLICE DEPARTMENT
CRIME LABORATORY 4’,\

The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000
# /7 . Serial # fﬂ’g '*ETJC)‘[OJ'L‘{ . certifies by her signature:

on ?’!H ’D“I , with aresult of 0.07]FAC, 0.08ZAC.

and on ?/9%-’"{'  with aresult of .078 AC. £.07%AcC.

this instrument was tested with a known alcohol reference standard.
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC). as defined by R9-14-404.A 3.

No problems were reported concerming this instrument between these

two dates.

ADPS QAS Permit #QAS 29886 (issue date 06/15/2004)

SUBSCRIBED AND SWORN to before me

this_ [y .day ijip_\ﬂ@’_. 200Y.

OFFICIAL SEAL Olhiy, r
“BNKATHY A. KINNEY Nb6fary Public
"W I%) NOTARY PUBLIC-ARIZONA

£/ PIMA COUNTY
” My Comm. Exp. Sept, 4, 2008
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TEIS REPORT PREPRAED DURBUANT TO DIPTY IMROEER BY
A.A.C. RI—14-404(A)

ARTZONA DEPARTMENT OF HEALTE SERVICES
STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER HODEL 5000
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ETANDARD CALIBRATION CHECX PRJ

Agency _TUucson O'"Fa pegarement Date Eﬂ&j % _ .o Time J0/0

Intoxilyzer Serial? _{g_{g:__ﬁ_‘fg’_‘ﬁff_?}.ﬂcah*uu DT HQ =N

QA Specialist _.Il‘rﬁnr Doran i 33

(Print Hame)

(A~] 1. Pour a standard alcohol solution of known value into =2
clean dry simulator Jjar and assemhle The simulacor
Tnsure that a tight seal has been zadsa
Standard value: 0. OFD AC

{vayj 3 Turn on the simulatar and allgw thes tamseraturs Lo
reach 34°C+.2°C.

(&% 3. Set Intaxilyzer maode selectiaon in the ACA mode by
switching moda selection switch #9 on or selecting "CU
on keyboard menu.

(&) 4. Attach simulator to tHa simulator entcance port an the
Tntoxilyzern:

‘rﬁrgﬂq—} 5. Tnatoxilyzer 3000 cisblal¥ Foads "READQY TO STARTY er
HBSH BUTTON!M.

e ) B Sush Start Tesc bution OL DEES3 enter ‘on keybgard.

=] T Thnsert card in respaonsa Lo disolay

ﬂguﬁk‘? 8 Alr blank completad.

— !;374 g. calibration check completed.
Tasz rasults 0. ODFE¥0.05 1 AC

o gy L0 Air blank complsted

ﬁﬁqifatq 11. when display rzads Test Complete ramovs avidanca card
sttach the card to the cmﬂn1=had checklist

(¥&7 12. Return mods selection switch #5 to off gﬂsiticn after
211 calibration checks ares cgmplste oX typa Q and antear

_ on Keyboard.

*+WITHE O WITEQUT VAFPOR RECIRCULATION AND WITE o2 WITEQUT XEYZB0ARD

DHS/DSLS/Form Cll6 (Rev.7-33)
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Pour a standard aleghal solutien of known valus: InmTo a
Slean dry Simulator Jarand sssembile the sigylator
Insure that a tignt seal has besen =made
Srandazd wvalue: E-ﬂ%ﬁ] AT

. Turn on the simulator and allow the Tegperacurs Lo
reach 34°CH.2°%C

. ‘Sest Intcxi&gze: mode selecticon in ths ACA mads by
switching mode salsction switch #3 on or selecting “C*
on kevboard menu-
Attach simdlator to tha sigulater sencIance Dol om The
Intoxilvzer.

. Intoxilyzsar 5000 display zmeacs V"READY TO STAZRTY or
"PUSH BUTTON". A
Push Start Test bution or press enisr on Xeyboard
Insert card in response to display
Air Dlank compleied:

. cCalibration chack copnlecad.
Test results 0.078ACE0.0T9 2

0. AZir blank complstad.

1. wWhen £isnlay resads Test Complete remove evidence card
Attach the card to the completed chscklist.

7. Recurn moade selection switch #9 to fo position aftsr
21l calibration checks ars complete or type Q and enter
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Calibration Check completed prior to removal from service: |

:. i;_{[IrES Date: ?X?Aﬁ'{ 1 No

Il SQAP completed prior to removal from service:

‘l Yes Dare: ‘?/9/&‘1{ 0 No

‘ Date returned to service:
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